Corneal abrasions associated with Crawford mono-canalicular tubes.
Corneal abrasions are a known complication of lacrimal intubation. The authors describe two consecutive patients in which this occurred using the JEDMED (St. Louis, MO) mono-canalicular tube, and propose a mechanism, based on the flange design, as an explanation.